INTRODUCTION
============

On-skin electronics are designed to be thin, soft, stretchable, and durable and can be seamlessly integrated to become part of the human body for continuous, long-term vital health monitoring ([@R1]--[@R5]). Among these electronics, strain gauges have attracted particular interest owing to their broad applications from human-machine interfaces to personal health diagnosis ([@R6]--[@R10]). In particular, soft, high-precision strain gauges have been applied for in vivo continuous measurements of organ function ([@R11]). Strain gauges have a simple mechanism, i.e., generating repetitive electrical changes upon mechanical deformations ([@R12], [@R13]). They can be easily interfaced with soft biological systems for real-time health monitoring. The minimum requirements for these devices are high mechanical compliance, flexibility, sensitivity, stretchability, durability, light weight, thinness, and biocompatibility ([@R14]).

For practical implementation, strain gauges must conform to complex biological surfaces and sustain large deformations (\>50% strain) during various activities. A plethora of intrinsically stretchable materials and engineered stretchable structures have been developed for this purpose ([@R15], [@R16]). Typically, stretchable strain gauges are fabricated by depositing electrical metallic and/or carbon-based and/or liquid materials on a polymer substrate ([@R17]--[@R20]) or embedding them in a polymer matrix ([@R21]--[@R24]). For example, a representative bilayer structure made of aligned single-walled carbon nanotube/polydimethylsiloxane (PDMS) exhibits a stretchability of up to 280% strain, which is 50 times greater than that of traditional metal strain gauges ([@R25]). A composite structure composed of silver nanowire/PDMS can be stretched to 70% strain with a tunable gauge factor from 2 to 14 ([@R26]). Diverse innovative approaches of structural engineering have been introduced to soften gold and obtain stretchable nanomeshes for strain sensors ([@R27]). In addition to stretchability improvement, an ultrasensitive crack-based strain gauge has been fabricated from platinum and polyurethane acrylate with a gauge factor of over 2000 in 1 to 2% strain range ([@R28]). As ultrathinness is highly desirable for skin conformability, devices made of 2.56-μm-thick silicon nanomembrane/polyimide (PI) have been developed with a stretchability of 15% strain and a gauge factor of 0.5 ([@R29]). Moreover, a thinner epidermal strain gauge with a thickness of \~1 μm has been created from poly(3,4 ethylenedioxythiophene):poly(styrene sulfonate) (PEDOT:PSS) inkjet printed on a polystyrene-polybutadiene-polystyrene (SBS) nanosheet. The resulting device is capable of detecting 0 to 2% skin strain with a gauge factor of 0.73 ± 0.10 ([@R30]).

However, the development of an on-skin strain gauge that satisfies the requirement of negligible physical constraints on natural skin motions remains a challenge. First, it is difficult to obtain devices with porous/permeable substrates and a thickness of less than 2 μm that can also attain conformable contact with curvilinear human skin ([@R31]). The reason is that soft electronics made from porous/permeable substrates normally have thicknesses of more than 100 μm to achieve stretchability and mechanical durability ([@R32]--[@R34]). Second, the integration of functional metallic and/or carbon-based materials with traditional planar polymeric substrates leads to increased thickness. This is because a thin planar device can easily experience local material delamination/cracking under repetitive stretching/releasing cycles, especially under large strains. Furthermore, it is also necessary to increase device stretchability and sensitivity to allow for various degrees of human motion monitoring with high resolution.

Here, we report an ultrathin and durable nanomesh strain gauge for human movement detection while minimizing mechanical constraints on natural skin motions. The device is made from polyurethane (PU)--PDMS core-sheath--reinforced nanomeshes and has an ultralight weight of 0.12 mg/cm^2^ with a thickness of only 430 ± 18 nm. It exhibits extraordinary mechanical durability of high-cycle stretching/releasing (5000 times) at up to 60% strain with a low-resistance degradation (∆*R*/*R*~0~) of only 0.03. In addition, the reliable electrical responses are independent of the stretch frequencies with negligible hysteresis. Its thinness geometry and softness result in minimum mechanical constraints on natural skin motions. During speech, the nanomesh-attached face exhibits skin strain mapping comparable to that of a face without nanomeshes. We successfully demonstrated facial skin strain mapping in speech with minimum mechanical interference after long-term wearing (3.5 hours). Furthermore, a linear sensitivity of up to 60% strain enables stable full-range human body movement detection, including the subtle skin deformation by fingertip sensor pickup of the mechanical pulse wave at the human wrist and large joint bending motions.

RESULTS
=======

Fabrication and characterization
--------------------------------

The backbone of the permeable nanomesh sensor was fabricated by electrospinning PU nanofibers with a diameter of 198 ± 52 nm (fig. S1, A and B). In this study, an electrospinning volume of 0.5 ml was used, with a fraction area of 54.99 ± 2.16%. A schematic diagram of the fabrication process is shown in [Fig. 1 (A to C)](#F1){ref-type="fig"} and described in Materials and Methods. Briefly, a PU nanofiber sheet was fixed with a PI window frame (125-μm thickness). [Figure 1A](#F1){ref-type="fig"} shows the freestanding nanofiber sheet in the window region. Then, by dipping the PU nanofiber sheet into a diluted PDMS solution by hexane, the nanofibers formed random bundles and were encircled by the PDMS polymer after solvent evaporation ([Fig. 1B](#F1){ref-type="fig"}). A mild ultraviolet (UV) ozone exposure (1 min) was subsequently used to render the surface hydrophilicity after the PDMS was fully cured. Last, the device was completed by gold deposition (100 nm) on both sides ([Fig. 1C](#F1){ref-type="fig"}). It should be noted that the PI window is patternable, such that devices with arbitrary shapes can easily be achieved. The resulting device is ultralightweight (0.12 mg/cm^2^), with a typical thickness of only 430 ± 18 nm, which substantially reduces the mass loading as an epidermal electronic ([@R35]). [Figure 1](#F1){ref-type="fig"} (D to F) shows representative microscopic views of the pristine PU nanofiber sheet, PU-PDMS core-sheath nanomesh, and Au/PU-PDMS nanomesh, respectively. Scanning electron microscopy (SEM) revealed an unambiguous PU-PDMS core-sheath mesh structure (fig. S1, C and D).

![Fabrication and characterization of PU-PDMS core-sheath nanomesh conductors.\
(**A** to **C**) Schematic of the fabrication process. (**D** to **F**) Corresponding microscopic images of the (D) PU nanofiber sheet, (E) PU-PDMS core-sheath nanomesh, and (F) Au/PU-PDMS nanomesh conductor. (**G**) Strain-stress curves of the bare PU nanofiber sheet and PU-PDMS nanomeshes. (**H**) Comparison of the sheet resistances of the bare PU nanomesh conductor and PU-PDMS nanomesh conductor (*N* = 10); the inset SEM images show the distinctive junction configurations of both devices. (**I**) Comparison of the water content of two bottles (one is not covered, and the other one is covered by the device).](abb7043-F1){#F1}

The PU nanofiber networks become interconnected owing to the PDMS coating, leading to enhanced structural integrity. As a consequence, the resultant mechanical strength of the freestanding PU-PDMS nanomesh is greatly improved, with larger stretchability compared with the bare PU nanofiber sheet ([Fig. 1G](#F1){ref-type="fig"}). The tensile force for PU-PDMS nanomesh is 8.15 mN with a thickness of ca. 230 nm, at a tensile strain of 5%. This value is much smaller than that of the continuous stratum corneum of human skin ([@R2]), which is 1.4 N with a thickness of 10 to 20 μm under the same strain level ([@R36]). In addition, the device has lower sheet resistance (1.2 ± 0.36 ohms/□) than the bare PU nanomesh conductor (2.03 ± 0.62 ohms/□) on account of the electrically connected junctions (see the inset SEM images in [Fig. 1H](#F1){ref-type="fig"}). Further SEM illustrations are shown in fig. S1 (E to H).

To examine the gas permeability of the device, we performed a water vapor permeability test by measuring the weight loss as a function of time. An open glass bottle was used as a control, and another glass bottle was covered by the device. The water weight loss was measured, while the glass bottles were kept undisturbed in a thermostatic chamber (temperature, 25°C; relative humidity, 30%) for 1 week. The results show that the two bottles exhibit almost the same permeability ([Fig. 1I](#F1){ref-type="fig"}).

Programmable stretchability and linear sensitivity
--------------------------------------------------

Different nanomesh structures could be effectively designed by changing the PDMS concentration in the diluted solution, thus obtaining nanomesh strain gauges with accustomed sensitivities and stretchabilities. In this study, PDMS/hexane ratios (w/w) of 1/40, 1/80, and 1/160 were applied, and microscopic images of the resultant nanomesh substrates are shown in fig. S2A. We will use the notations 1/40, 1/80, and 1/160 to indicate samples made from PDMS/hexane ratios (w/w) of 1/40, 1/80, and 1/160, respectively. [Figure 2](#F2){ref-type="fig"} (A to C) shows the corresponding devices after gold deposition. The surface profiles of the three conductors are depicted in [Fig. 2D](#F2){ref-type="fig"}. The height plot shows a slight reduction from 0.56 ± 0.15 to 0.43 ± 0.18 μm because of the formation of thinner PU nanofiber bundles with more dilute PDMS solution (fig. S2B). Meanwhile, the area fracture of the mesh structure decreased gradually from 59.1 ± 2.23% to 31.3 ± 3.32% ([Fig. 2E](#F2){ref-type="fig"}). However, all of the devices exhibited a similar pore size distribution with regard to its porous structure ([Fig. 2F](#F2){ref-type="fig"}).

![Structural and electromechanical properties of three nanomesh strain gauges fabricated from different diluted PDMS solutions.\
(**A** to **C**) Microscopic characterization: (A) 1/40, (B) 1/80, and (C) 1/160 (w/w of PDMS/hexane). (**D**) Comparison of the surface profiles. (**E**) Comparison of the area fractions. (**F**) Comparison of the probability on pore size diameter. (**G**) Dynamic stretching/releasing electrical performance of the 1/40 sample in the strain range of 0.1 to 60%. (**H**) Linear sensitivities in the range of 0 to 16%, 0 to 35%, and 0 to 60% strain for the 1/40, 1/80, and 1/160 nanomesh sensors, respectively.](abb7043-F2){#F2}

We then investigated the electromechanical performance of the device. It is known that different mesh structures will result in different stretchabilities and gauge factors ([@R37]). Gauge factor (GF), i.e., strain sensitivity, is defined as the ratio of the fractional change in electrical resistance to the fractional change in length. $\text{GF} = \frac{\mathrm{\Delta}R/R₀}{\mathrm{\Delta}L/L₀} = \frac{\mathrm{\Delta}R/R₀}{\varepsilon}$; here, ∆*R* and *R* are resistance change and original resistance, respectively. ∆*L* and *L* are length change and original length, respectively. ε is the applied strain. While being stretched uniaxially, the resistance of each device increased, but with different rates (fig. S2C). Device 1/160 experienced the lowest resistance increase under the same strain but had the largest stretchability of up to 150.2% strain. However, the 1/40 device had the largest resistance increase with the smallest stretchability of 77.9% strain as a result of the greatly reduced electrical junctions compared with the 1/160 nanomesh sensor. In conclusion, nanomesh strain gauges with different stretchabilities and sensitivities could be effectively programmed by changing the weight ratio of the diluted PDMS solution. The dynamic behavior of the sensor was examined in response to various strains from 0.1 to 60%, as shown in [Fig. 2G](#F2){ref-type="fig"}.

Linearity is one of the key factors for stretchable strain gauges because it provides a simple and efficient calibration process compared with nonlinear stain sensors ([@R38]). It should be noted that linearity is normally limited to a certain range of strain for resistive-type strain gauges. [Figure 2H](#F2){ref-type="fig"} demonstrates linear strain ranges of 16, 35, and 60% for the 1/40, 1/80, and 1/160 devices, respectively, which is sufficiently large to realize the detection of different degrees of human body movements. Furthermore, the gauge factors range from 46.3 to 7.26, which are sufficient to achieve high-resolution motion detection of various human movements.

Figure S3 (A to F) shows changes in the surface morphology of the 1/160 nanomesh sensor while stretching incrementally from 0 to 150% strain and releasing back to its original state. At low strains, the nanomesh started to elongate parallel to the applied strain (horizontally), and nanocracks began to appear on the nanomeshes. At this point, linear resistance changes were observed ([Fig. 2H](#F2){ref-type="fig"}), and the structural changes were mainly attributed to the elongation of the nanomeshes. Further increasing the strain escalated the overall stretching of the device, and the straightened PU-PDMS core-sheath fibers started to show small reversible fractures, with the formation of visible cracks on the gold layer perpendicular to the strain direction. This led to substantial resistance changes in the nanomesh sensors under large strain. The structural integrity is maintained well at large strains (see the SEM characterization in fig. S3G). At even higher strains beyond the tolerable range, disconnections between the PU-PDMS meshes became noticeable, leading to nanomesh breakage (fig. S3H). The nanomesh structure was retained upon strain releasing (fig. S3F).

Electromechanical sustainability, reliability, and durability
-------------------------------------------------------------

To investigate the hysteresis behavior of the nanomesh strain gauges, we subjected a dynamic strain (16%) at a frequency of 1 Hz to the nanomesh sensor and recorded the electrical response at the same time. The degree of hysteresis was calculated to be 6.1% (fig. S2D) ([@R39]).

For the sustainability evaluation, we applied the device with a strain of 40% and held for a duration of 12 hours ([Fig. 3, A to C](#F3){ref-type="fig"}). In response to the long-term constant static stretching, the resistance of the nanomesh sensor drifted from *R*~1~ (19.61 ohms) to R~2~ (18.56 ohms), with an electrical drift error (defined as $\frac{R_{1} - R_{2}}{R_{1}}$) of less than 0.053, i.e., 5.3%. In addition, the resistance returned to its original value of 6.16 ohms after strain releasing. [Figure 3](#F3){ref-type="fig"} (A to C) also shows no overshooting behavior of the device, which is a common issue for resistive strain gauges ([@R25]). Moreover, this good uniform electrical response is independent of the stretching frequencies from 0.5 to 3.1 Hz ([Fig. 3D](#F3){ref-type="fig"}). Cyclic tests were performed to further demonstrate the mechanical durability of our device. [Figure 3E](#F3){ref-type="fig"} describes cyclic stretching/releasing to 60% strain for 5000 cycles. Specifically, the resistance degradation value is low to 0.03, which is 30,000 times lower than that of a previously reported film-type on-skin strain gauge made from carbon nanotube/PDMS (50% strain, 100 cycles) ([@R40]) and three times lower than that of a nanomesh strain gauge made from Ag nanowires (AgNWs)/PU (70% strain, 1000 cycles) ([@R41]). There is slight hysteresis in resistance in the first few hundreds of cycles owing to the mechanical properties of PDMS, with *R*~max~ increased by 0.083 times after 5000 stretching/releasing cycles under 60% strain ([@R13]). Furthermore, the sheet resistance of the PU-PDMS nanomesh was stable over 100 days of storage under ambient conditions owing to the inertness of gold, demonstrating a long-term shelf life as in potential practical usage ([Fig. 3F](#F3){ref-type="fig"}).

![Device sustainability, durability, and long-term stability.\
(**A** to **C**) Reliable and reversible electrical responses for 12 hours of continuous stretching under 40% strain. (**D**) Uniform and repeatable electrical responses under 30% strain at frequencies from 0.6 to 3.1 Hz. (**E**) Cyclic stretching/releasing for 5000 cycles at 60% strain; the insets show 0 to 30 and 4970 to 5000 cycles, respectively (frequency = 1 Hz). (**F**) Stable conductivity over more than 3 months of storage under ambient conditions (w/w ratio of PDMS/hexane: 1/160).](abb7043-F3){#F3}

Durability tests were also conducted on three other nanomesh sensors fabricated from different nanofiber scaffolds: polyvinyl alcohol (PVA), PU, and PU with Parylene coating (see SEM images in fig. S4, A to C). The sample preparation and sizes were kept the same (see Materials and Methods). Unlike the other three nanomeshes, the reinforced PU-PDMS nanomeshes exhibited uniform cyclic straining for 100 cycles at the same strain level of 30% (fig. S4, D to H). In particular, the substrate-free PVA nanomesh system showed limited stretchability. The bare PU nanomesh structures were severely damaged, and enormous permanent cracks occurred and increased, leading to notable influence on the electrical responses under repetitive stretching/releasing (fig. S4I).

On-skin strain gauge
--------------------

We used a spin-coated biocompatible PVA film or PVA nanofiber sheet ([@R42]) as a sacrificial support for easy manipulation. After the nanomesh device is attached to human skin and sprayed with water mist, the PVA layer will be readily dissolved, and the device will adhere to the skin. Figure S5 shows microscopic images of the device on a fingertip replica, demonstrating distinct sweat pore features of human skin. Such intimate contact is barely perceptible to the subject when wearing the device.

Facial tissues are one of the softest parts of human skin, which involves numerous micromovements and moderate deformations (\~20% strain) across the face during speech ([@R43]). Face sensor--based speech recognition system enables private, nondisturbing communication regardless of environmental noise. We evaluated the strain mapping of facial skin deformations during speech using nanomesh sensors and compared the results with film-type PDMS samples. The experimental details are described in Materials and Methods and fig. S6. Briefly, nanomesh sensors are attached on the right side of the face, while black rectangle markers are placed on the left side of the face as a reference. The deformations of the black markers represent the natural deformations of skin. The strain mappings are attributed to the nonhomogeneous face strain distribution under each phonation. When both sides of the face were marked with black markers, the strain mapping results (fig. S7, A to I) evidence the symmetrical, topographical skin movements on the two sides of the face during the speech of "a," "u," and "o." Then, the nanomesh sensor strains on the right side of the face was measured during different phonations in the same manner to compare with that of the black markers on the left side of the face (fig. S8). The result also looks symmetrical, which indicates that the deformations of nanomesh sensors reflect face skin deformations, the same as the black markers. On the other hand, the right side of the face with attached film-type PDMS samples shows serious strain impediments compared with that of the left side of the face with the black markers (fig. S7, J to R). Specifically, during phonations of "a," "u," and "o," the highest strains for black markers were 17.5 to 18.8%, 22.5 to 25.0%, and 22.5 to 25.0%, respectively, and 18.3, 23.6, and 21.7% for nanomesh strain gauges, respectively. However, in terms of PDMS films, the corresponding values decreased seriously to 1.3, 3.8, and 2.5%, respectively. Further, we compared the strain mapping results derived from the sensing results from the nanomesh sensors on the right side of the face to that of the left side of the face with black markers ([Fig. 4](#F4){ref-type="fig"}). [Figure 4](#F4){ref-type="fig"} shows that the skin strain distribution on the right side of the face also looks symmetrical to the left side of the face with the black markers. The results indicate that our nanomesh devices reflect the actual skin deformations with minimal mechanical constraints, the skin with nanomeshes can still be strained and compressed freely during speech (fig. S9A). This excellent conformability originates from the thinness geometry, ultralight weight, and softness of the devices, which leads to imperceptible contact with curvilinear skin. In contrast, film-type samples either suppressed the skin strain or experienced slippage because of poor mechanical compliance (fig. S9B). The conformable nanomesh strain gauges proved to be functional even after being worn on the subject's face for 3.5 hours during normal daily life (fig. S10). The subject did not report any discomfort or negative sensations at the attachment sites while engaging daily life activities ([@R42]).

![Facial skin strain mapping during speech of "a," "u," and "o" with nanomesh sensors on the right side of the face and black markers on the left side of the face.\
(**A**) Photograph of a face during speech of "a.**"** (**B**) Strain mapping of the right side of the face during speech of "a." (**C**) Strain mapping of the left side of the face during speech of "a." (**D**) Photograph of a face during speech of "u." (**E**) Strain mapping of the right side of the face during speech of "u." (**F**) Strain mapping of the left side of the face during speech of "u." (**G**) Photograph of a face during speech of "o." (**H**) Strain mapping of the right side of the face during speech of "o." (**I**) Strain mapping of the left side of the face during speech of "o." Photo credit (A, D, and G): Yan Wang; The University of Tokyo.](abb7043-F4){#F4}

We then used highly sensitive 1/40 PU-PDMS nanomeshes to detect the subtle skin deformation on the human wrist induced by pulse. Figure S11A shows that the device flows naturally along the curvilinear free edges on the fingertip. By gently pressing the radial artery with the attached device, the amplitude and frequency of the resistance changes could be readily picked up in real time (fig. S11B). Signals obtained before and after physical exercise comprising a 1-min squat show distinct wave features, with heartbeats of 54 and 60 beats/min, respectively. Two distinct peaks (P~1~ and P~3~) and a late systolic augmentation shoulder (P~2~) were observed in the wrist pulse wave before physical exercise ([@R44]), while there was no P~2~ peak in the signals obtained after physical exercise (fig. S11, C and D). The radial augmentation index (AIr = P~2~/P~1~) signifies arterial stiffness, which is highly influenced by the age of the individual ([@R44]). The average AIr value derived from our results is 0.68, which is in good agreement with the literature for a 30-year-old healthy female.

In addition to subtle skin deformation, the device with higher linear stretchability (1/160) is also capable of detecting large joint bending motions. The device was laminated on the joint at the back of the human wrist. High stretchability and excellent compliance of the system are crucial for avoiding breakage or detachment from the skin when the wrist is bent to a large degree (fig. S11E). The actual skin strains were measured to be 11.1, 22.2, and 33.3% for 30°, 60°, and 90° wrist bending, respectively, matching well with the calculated strain of 11.2, 22.1, and 33.6% based on relative resistance change. We further investigated the mechanical durability by cyclic wrist flexion. The strain sensor maintained the functionality even after 10,000 bending/relaxing cycles (fig. S12, A and B). Figure S12C shows microscopic characterizations of the device under three states of the participant's wrist (flat, 90° bending, flat) after 10,000-cycle fatigue tests, demonstrating the well-maintained structural integrity of the nanomesh and device conformability with the skin after long-term cyclic testing.

DISCUSSION
==========

Compared to our previous work ([@R45]), in which ultrasoft multilayered nanomeshes comprising PU, Parylene, and Au were developed to quantitatively characterize dynamically pulsing cardiomyocytes, the present PU-PDMS nanomeshes are designed to be thinner and more stretchable for use as an on-skin strain gauge that can move freely and spontaneously with human curvilinear skin during full-range human body movements. The remarkable durability results from the sustainability and cyclic stretching and flexure tests are successfully demonstrated. Mechanical durability is strongly desired with regard to long-term, high-precision, and reliable real skin motion monitoring, which is of high significance for other practical applications such as remote personal health monitoring, endurance sports performance tracking, and prosthetics. Considering the fabrication efficiency and economical issue for practical technology translation, it is promising to replace thermal evaporation of Au layer with direct coating of conductive nanomaterials or in situ polymerization of electrospun nanofibers ([@R46]) to construct nanomesh electronics in the future. A detailed performance comparison with representative recently reported skin-mountable sensors is presented in table S1 ([@R13], [@R40]--[@R42], [@R47]--[@R51]). Nanomesh sensor from this work is advantageous in features such as weight, linear strain range, and durability in addition to gas permeability and thinness. We envisage that our imperceptible and high-performance nanomesh sensors may become an important component in future skin-on/implantable electronics for everyday, continuous, long-term, stable health monitoring.

MATERIALS AND METHODS
=====================

PDMS/hexane diluted solution
----------------------------

The SYLGARD 184 silicone elastomer base and the curing agent were mixed at a weight ratio of 10:1. Ratios of PDMS diluted in hexane (w/w) of 1/40, 1/80, and 1/160 were used. Thin PDMS films were obtained by spin coating a pure PDMS precursor and cured at 60°C for 2 hours in an oven.

Fabrication of the nanomesh sensors
-----------------------------------

The fabrication process for the PU nanofibers was modified from a previous report ([@R45]). A pristine PU solution (Rezamin M-8115LP) was from Dainichiseika, Japan \[30 weight % (wt %)\]. A 13 wt % PU solution was prepared by dilution with a mixed solvent (*N*,*N*-dimethylformamide:methyl ethyl ketone at a ratio of 7:3) and subsequently stirred for 2 hours at room temperature (22° to 25°C) in a dark environment. The as-prepared PU solution was placed in a glass syringe with a 27-gauge-diameter metallic needle. The PU nanofiber sheet was prepared by electrospinning (Fuence ES-2000, Japan) at a voltage of 25 kV. The distance between the needle tip and grounded collector was 12.5 cm. The solution was injected at a flow rate of 0.1 ml/hour and collected on a silicone-coated paper for easy delamination. A freestanding PU nanofiber sheet could be obtained by transferring the PU nanofiber sheet onto the PI substrate with a window frame of 15 × 25 mm^2^. Then, the PU nanomesh was dipped into a diluted PDMS solution and fully cured at 60°C for 5 min in an oven to obtain the PU-PDMS core-sheath nanomesh. Next, a mild UV ozone exposure (1 min) was used to render the surface hydrophilicity. Last, the device was completed by depositing a 100-nm-thick Au layer on both sides using a thermal evaporator.

Optical microscope and digital images were recorded using a Nikon Eclipse LV150 microscope and Nikon camera, respectively. On-skin microscopic images were obtained using a mobile digital microscope from Dino-Lite, Japan. SEM imaging was carried out using a FEI Helios Nanolab 600 FIB (focused ion beam)--SEM operating at a voltage of 1 kV. The fingertip replicas were made using a two-part mixed-type replica agent (Silflo, Amic Group, Japan). The sheet resistance measurements were carried out on a Jandel four-point conductivity probe using a linearly arrayed four-point head. Pore size distribution result is derived from optical microscopic images of the device surface using an image analyzer (ImageJ).

Fabrication of the sensor patch for facial strain mapping
---------------------------------------------------------

The sensor patch consisted of a sensing part (relative high resistance, strain sensitive) and contact pads (low resistance, strain insensitive) (fig. S6). We chose 1/160 PU-PDMS because of its higher linear strain range. Au thickness was 70 nm. The contact pad (\~1.5 × 3 mm^2^) was constructed by the introduction of AgNWs ([@R41]) (dip coating) at the two ends of Au/PU-PDMS nanomeshes (fig. S6). AgNWs were from ACS Material, Japan, with a diameter of 30 nm and a length of 100 to 200 μm.

Tensile stress tests
--------------------

For mechanical characterization of the freestanding PU and PU-PDMS nanomesh sheets, samples were prepared in a similar manner to that for the fabrication of nanomesh conductors without metal deposition. The nanomesh sheet was transferred to a PI film with a window with dimensions of 5 mm in height and 10 mm in width. Next, the samples were fixed to the top and bottom clamps of a tensile tester (AG-X, Shimadzu, Japan), the nanomesh and PI on the left and right borders were separated with a sharp tweezer and carefully cut off the PI on the two sides (transversely). Then, the tensile stress was examined at a speed of 10 mm/min.

Evaluation of water vapor permeability
--------------------------------------

The water vapor permeability was evaluated by measuring the weight of water in glass bottle covered by the device. PDMS in hexane (1/40 w/w) was used in this experiment because it had the lowest porosity. Milli-Q water (1 g) was stored in a glass bottle with a diameter of 15 mm at the opening. The nanomesh conductor sheet was used to cover the opening of the bottle. The bottle was left undisturbed in a thermostatic chamber at 25°C and a humidity of 30% for 1 week, and the water weight loss was measured. A bottle without any covering was used as the reference sample.

Stretchability test
-------------------

A PDMS film with a thickness of 200 μm was used as the substrate. Laminate the nanomeshes to the PDMS substrate after adding an adhesive layer in between by spin coating PDMS/hexane solution (w/w: 1/10) at 2000 rpm for 30 s. Then, the device was cured at 60°C for 5 min in an oven. It is noted that there is negligible change in the sheet resistance after lamination onto the PDMS substrate. Next, the two ends of the samples were attached to motorized moving stages (Thorlabs model LTS150/M, USA). Uniform stretching/releasing cycles were then applied by a computer-based user interface (Thorlabs APT user), while the resistance changes were recorded using a digital multimeter (34410A Agilent, USA). Note that the sample size is kept the same: a width of 3 mm and a length of 5 mm.

PVA nanomesh conductor
----------------------

The fabrication process for the PVA nanomesh conductors was modified from a previous report ([@R42]). Here, a 1.5-ml volume of solution was used for electrospinning. The Au thickness was 100 nm.

PU nanomesh with Parylene-coated conductor
------------------------------------------

A 0.5-ml volume of PU solution was used for electrospinning. Then, a 200-nm-thick Parylene layer was coated onto the PU nanofiber sheet through chemical vapor deposition. The Au thickness was 100 nm.

Facial skin strain mapping
--------------------------

Three kinds of samples (nanomesh sensor, 200-μm-thick PDMS film, and black marker) were placed on the face in a symmetrical way. On each side of the face, there were 18 nanomesh sensors or PDMS films or black markers. The placement of each sample was controlled by a patterned PI mask. The sample size was \~3 × 8 mm^2^. Vertical and the horizontal distances were 18 and 10 mm, respectively. The subject remained immobile in each state during measurement. The sample lengths were measured one by one for the 18 positions with a ruler before and after phonations of "a," "u," and "o" (figs. S7 and S8 and results of black markers in fig. S10 and [Fig. 4](#F4){ref-type="fig"}). The strain result was calculated to be the ratio of length change by the initial length value in silence. The resistance of 18 nanomesh strain sensors was recorded one by one by a multimeter directly contacting with contact pads (results of nanomesh strain sensors in [Fig. 4](#F4){ref-type="fig"} and fig. S10). The calculated strain values were derived by the resistance and gauge factor from the strain sensors. The heatmap was analyzed and performed via contour mapping using Origin software by gathering strain results from all samples on one side of the face. The subject engaged normal daily life activities during the 3.5-hour wearing in the durability test. The strain results were averages of three measurements.

Breathable on-skin strain gauge (wrist pulse and flexure monitoring)
--------------------------------------------------------------------

Flexible anisotropic conductive films were used to connect the strain gauge and conductive wires; the conductive wires were then connected to a digital multimeter (34410A, Agilent) for resistance measurements. In wrist pulse monitoring, the nanomesh sensor was attached on the index fingertip of the right hand, and then the resistance signals were collected while pressing the wrist pulse on the left hand with the attached sensor. In the 10,000-cycle wrist bending/relaxing experiment, the interval between each bending was \~1 s; the applied bending degree was random.

All experiments for this project were thoroughly reviewed and approved by the ethical committee of The University of Tokyo (approval numbers KE19-33 and KE19-32).
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